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COMMONLY USED SYMBOLS AND ABBREVIATIONS

DISCLAIMER
Certain commercial equipment, instruments, or materials are identified in this paper in order to specify the experimental procedure adequately. Such identification is not intended to imply recommendation or endorsement by the National Institute of Standards and Technology (NIST), nor is it intended to imply that the materials or equipment identified are necessarily the best available for the purpose.
INTRODUCTION
Oral fluid (saliva) testing is becoming increasingly popular as a means for quickly determining if someone might be under the influence of drugs or alcohol. Collection of saliva specimens is noninvasive, compared to blood and nonintrusive with regards to the privacy of the subject when compared to urine collection. In addition, no special facilities or training are required in order to obtain the saliva specimen and supervised sample collection eliminates the possibility of sample adulteration. Drug detection is possible within a few hours to a full day from initial use, a timeframe similar to blood samples. The market for these tests is dominated by small, single use devices. For drugs of abuse testing, the instructions include a disclaimer that a positive use test must be confirmed by more rigorous laboratory tests.
NIST undertook a study of oral fluid testing devices for detecting alcohol (ethanol) and for detecting common drugs of abuse. This report provides details of the two studies. Five devices intended for detecting alcohol in oral fluid were evaluated in terms of their accuracy in detecting varying levels of ethanol in oral fluid. The ability of the devices to reliably detect ethanol in the presence of potential interfering substances was also assessed.
Four point-of-collection (POC) devices for detection of drugs of abuse in oral fluid were also studied. The ability of the devices to meet the manufacturers' claims and their practical application to detection of drugs of abuse at low concentrations in oral fluid were evaluated. Human saliva fortified with known quantities of cocaine, phencyclidine (PCP), codeine, morphine, amphetamine, methamphetamine, and (±)-11-nor-9-carboxy-∆ 9 -tetrahydrocannabinol (carboxy-THC), was used in the analysis. Each device was also tested for cross-reactivity with a number of common orally administered, over the counter medications, as well as substances which could be expected to occur in human saliva. In general, the POC devices performed close to their specifications, with a few exceptions. In some cases, the design of the device could make interpretation of the results unreliable or uncertain.
DEVICES FOR TESTING FOR ALCOHOL
Experimental Procedures for Ethanol-Water Solutions
Preparation of Standard Solutions in Water
Since the legal limit for of-age Driving Under Influence (DUI) in most of the states in the United States is 0.080 g ethanol per 100 mL blood (0.080 %), four or five standards with nominal concentrations bracketing that value (0.02 % to 0.50 %, mass/volume fraction) were chosen for calibration. Nominal concentrations were reported in % (g ethanol per 100 mL water) while exact concentration in units of mg ethanol per g solution were plotted and used in data analysis.
Each ethanol and propanol standard solution was prepared in the following manner. An appropriate amount of ethanol (99.5 % (mass fraction) purity, Sigma, St. Louis, MO) was added to a 250-mL volumetric flask, and the flask was filled with 18 MΩ purified water from a water purifier (Barnstead, Dubuque, IA). The masses of ethanol and water were measured on balances calibrated with mass standards traceable to NIST. After thorough mixing, 40 mL of the standard was transferred to a septum-capped vial and stored at 4 °C. 1-propanol was chosen as the internal standard, and a 0.10 g per 100 mL water solution was prepared in a similar manner.
Test solutions were prepared by transferring with a syringe (through the septum cap) 0.5 mL of ethanol standard solution (allowed to warm to room temperature) or sample or blank (water) and 0.5 mL of 1-propanol standard solution (allowed to warm to room temperature) to a septumcapped vial. The masses of each of the standard solutions were measured on a calibrated analytical balance.
Gas Chromatographic Method for Ethanol-Water Solutions
A gas chromatographic method was developed for determination of ethanol levels in oral fluids. A Hewlett-Packard (HP) 5890 Series II gas chromatograph equipped with an FID detector and attached to an HP model 3395 recording integrator was used. Manual injections of 1 μL were split 22:1 in the split injection port (4-mm, with cup and glass wool, split injection liner). Injector and detector temperatures were 200 °C. The column was a 15 m x 0.25 mm AT-WAX fused silica capillary column with a stationary phase thickness of 0.50 μm. The oven program was 35 °C for 2.0 min, ramp l of 15 °C/min to 80 °C, ramp 2 of 40 °C/min to 120 °C, hold at 120 °C for 2.0 min. The total run time was 8.0 min. The helium carrier gas had a flow rate of 1.6 mL/min through the column at a head pressure of 60 kPa and a total flow rate of 50 mL/min.
Calculation of Peak Area Ratio, the Measure Directly Related to Analyte Concentration
An internal standard approach was used for quantitation. To correct for variations in injection volume, calculations were based on relative response factors that employed 1-propanol as the internal standard. In practice, the peak area ratio for the analyte (ethanol) to the internal standard (1-propanol) is proportional to the mass ratio for the analyte to the internal standard.
Linear Range
Ethanol standards of nominal concentrations 0.05 % to 7.5 % (mass fractions, corresponding to 0 % to 2.0 % ethanol in the standard solutions) were tested by GC-FID. All of the calibration standard solutions were within the linear range of the method.
Detection Limit
To determine the detection limit of ethanol, two dilute solutions were prepared so as to give signal to noise (S/N) ratios between 4-10 and 50-100. Six injections of each dilute solution were made, and the average peak area ratio served as the signal, and the standard deviation served as the value for noise. This data was fit to a line, and the ethanol concentration corresponding to S/N = 3 was calculated as the detection limit. The 0.02 % (mass fraction) ethanol standard gave the higher S/N ratio of 57 and a 5.4-fold dilution of this standard produced the lower value with a S/N of 7. The detection limit of ethanol was determined to be 0.001 % (mass fraction).
Repeatability Study
Four ethanol standard solutions of nominal concentrations 0.020 %, 0.080 %, 0.20 %, and 0.50 % (mass fractions) plus a blank (water) were prepared. Each standard plus blank was tested three times (three injections) on three consecutive days, and the peak area ratios were recorded. For all ethanol levels, the within-day variation of the peak area ratios was no different from the between-day variation as determined by ANOVA. The precision (relative standard deviation) for the combined (within-and between-day) data was on average 0.9 % for the three higher ethanol concentrations. The relative standard deviation increased quite a bit, to 12 %, for the lowest concentration (0.020 %).
The sensitivity, specificity, efficiency, positive predicative value and negative value were determined for each set of data. Each parameter is defined as follows: 
Recovery Study
Experiments were performed to determine the accuracy of the method in measuring ethanol added to a known ethanol standard prepared in water. A 0.10 % (mass fraction) ethanol solution was prepared in a 100-mL volumetric flask. A 0.50-mL aliquot was taken and combined with 1-propanol internal standard solution for GC-FID analysis. To the remaining ethanol solution was added 50 mg of pure ethanol to increase the concentration to about 0.15 % (mass fraction). A 0.50-mL aliquot of this spiked ethanol solution was taken and combined with 1-propanol internal standard solution for GC-FID analysis. The test solutions were injected twice each on two consecutive days. The resultant blank-corrected area ratios were averaged and used to calculate the ethanol concentrations by comparison to the calibration line generated on the final day of the repeatability study. The calibration line was computed by unweighted linear regression.
The amount of ethanol in the original solution was subtracted from the measured amount of ethanol in the spiked solution to give the amount of ethanol added. The measured amount was divided by the gravimetric amount of ethanol added to determine the fractional recovery. The fractional recovery was 1.016 ± 0.055 (mean ± 1 SD).
Quantitative Study
The accuracy of the GC-FID method was assessed by determining the concentration of ethanol in two levels of Standard Reference Material (SRM) 1828b Ethanol-Water Solutions (BloodAlcohol Testing: Six Levels). One ampoule of each level of SRM was opened, and the liquid was immediately transferred to a septum-capped vial. The liquid was removed with a syringe for testing. Four ethanol calibration solutions of nominal concentrations 0.020 %, 0.080 %, 0.20 %, and 0.50 % (mass fractions) plus a blank (water) were prepared. Each sample, calibrant, and blank was tested twice on each of two consecutive days.
Calibration measurements provided an excellent fit using an unweighted linear regression model. The measured concentration of ethanol in the Level 1 sample (mean ± 1 SD) was 0.0188 ± 0.0020 g ethanol per 100 g solution as compared to the certified value of 0.0195 ± 0.0002. The certified value was within the 95 % confidence interval (df = 6) of the measured value. The measured concentration of ethanol in the Level 3 sample (mean ± 1 SD) was 0.2904 ± 0.0019 g ethanol per 100 g solution as compared to a certified value of 0.298 ± 0.003 (95 % confidence interval). The certified value was outside the 95 % confidence interval for the measured value. The percent error for Level 3 was -2.5 %. The sensitivity, specificity, efficiency, positive predicative value and negative value were determined for each set of data.
Experimental Procedures for Oral Fluid
Collection and Preparation of Oral Fluid
Since oral fluid was the medium used with the various drug detection devices under evaluation, the GC-FID method previously developed for use with ethanol water mixtures was verified for oral fluid. Oral fluid was obtained by expectoration from healthy volunteers. Nothing was introduced into the mouths of volunteers for at least 1 h prior to oral fluid collection. The collected oral fluid was pooled and frozen within 1 h of collection. The combined pool was generated over a 5-d period. The oral fluid was thawed and refrozen twice to reduce foaming and then was centrifuged for 30 min in a clinical centrifuge to remove suspended solids. The supernatant was separated and centrifuged for another 20 min. The resulting final supernatant was stored in a sealed container at 4 °C and served as the source of oral fluid in all subsequent studies.
Preparation of Standard Solutions, Spiked Oral Fluid, and Test Solutions
Ethanol standards used to spike the oral fluid were prepared in distilled water as described in Section 2.1.1 at concentrations ranging from 0.1 % to 10 % (mass fractions).
Spiked oral fluid solutions were prepared by pipetting 0.5 mL of oral fluid to a vial with a septum lined cap, and adding 50 µL of the ethanol standard in water (transferred through the septum with a syringe). The masses of each liquid were measured on a calibrated analytical balance.
Test solutions were prepared by adding 0.5 mL of 1-propanol internal standard solution to the spiked oral fluid. The internal standard solution was transferred to the vial through the septum with a syringe, and its mass determined.
Gas Chromatographic Method for Oral Fluid
The method detailed in 2.1.2 was modified for the analysis of oral fluids. The GC program was amended to include an additional temperature ramp to ensure that no substances from the oral fluid were retained on the column. The third ramp was set at 25 °C/min until 220 °C and held for 4.00 min, for a total run time of 16.00 min.
No significant differences were observed in chromatograms of oral fluids or water based samples, in the time range of interest. The retention times for ethanol and 1-propanol were unaffected, and the baseline remained stable. Small peaks from undetermined compounds were detected at 8.1 min and 12.9 min.
Linear Range
Ethanol standards in oral fluid were tested using the GC-FID method described. Spiked oral fluid with nominal ethanol concentrations 0.04 % to 10 % (mass fraction) was tested. The linear range for ethanol in spiked oral fluid was 0 % to 2.0 % (mass fraction).
Detection Limit
The detection limit was determined by preparing a dilute solution of ethanol in oral fluid that gave a S/N ≈ 3. Six injections of the spiked oral fluid solution were made with the average peak area ratio serving as the signal and the standard deviation serving as the value for noise. An ethanol concentration of 0.002 % (mass fraction) in spiked oral fluid gave a S/N ratio of 2.9, close to a S/N ratio of 3 that was designated as the detection limit.
Repeatability Study
Four ethanol standards of nominal concentrations 0.04 %, 0.16 %, 0.40 % and 1.0 % (mass fractions) in spiked oral fluid plus a blank containing only oral fluid were prepared. Each sample was injected three times on three consecutive days and peak area ratios were recorded. The blank showed no peak at the ethanol retention time. For all ethanol levels, the within-day variation of the peak area ratios was no different from the between-day variation as determined by ANOVA. The precision (relative standard deviation) for the combined (within-and betweenday) data was on average was less than 2.5 % for all ethanol concentrations, with the largest uncertainty at each end of the concentration range.
Quantitative Study
Five ethanol standards of spiked oral fluid concentrations (nominal) 0.01 %, 0.02 %, 0.08 %, 0.20 % and 0.50 % (mass fractions) were prepared. Each standard plus a blank (oral fluid) was tested twice on two consecutive days. Standard solutions were identical on the two days, but fresh spiked oral fluid and test solutions were prepared each day. Data analysis of these solutions gave a linear plot with a correlation coefficient of 0.9995 each day (see table 2).
Robustness
Test solutions were prepared with slightly different amounts of oral fluid (0.4 mL -0.6 mL) to determine if the amount of oral fluid influenced the results. No significant differences in the detector response (peak area ratio) per amount of ethanol injected were found. Both low (0.02 % mass fraction) and high (0.20 % mass fraction) nominal ethanol concentrations in spiked oral fluid were tested.
A test solution was left at room temperature for 3 d and then reanalyzed to check whether possible enzyme action and/or bacterial growth over that time frame affected the results. The 0.02 % (mass fraction) ethanol test solution showed no significant difference in the GC-FID peak area ratios over the 3 day period.
Recovery Study
Experiments were performed to determine the accuracy of the method in measuring ethanol added to oral fluid. A 0.5-mL aliquot of spiked oral fluid (0.02 % mass fraction ethanol) was mixed with 0.5 mL 1-propanol internal standard solution and analyzed by GC-FID with duplicate injections. A known amount of 0.8 % (mass fraction) aqueous ethanol standard was added to the remaining test solution, thereby increasing the ethanol concentration in the spiked oral fluid to about 0.10 % (mass fraction). The spiked test solution was injected in duplicate. The peak area ratios were averaged and used to calculate measured ethanol concentrations by unweighted linear regression.
The amount of ethanol in the original solution was subtracted from the measured amount of ethanol in the spiked solution to obtain the amount of ethanol added. The measured amount of ethanol was divided by the gravimetric amount of ethanol added to determine the fractional recovery. The recovery was 0.931 ± 0.040 (mean ± 1 SD).
The recovery study was repeated in the same manner as above but with a smaller addition of ethanol, this time using a 0.2 % (mass fraction) ethanol standard. Thus, the ethanol concentration changed from 0.02 % to 0.04 % (mass fraction). The measured recovery was 1.03 ± 0.19 (mean ± 1 SD). The uncertainty was increased due to the larger relative uncertainty associated with smaller quantities of added ethanol.
Evaluation of Device Sensitivity for the Determination of Ethanol in Oral Fluid
Preparation of Solutions for Device Testing
Five standard solutions of spiked oral fluid, with nominal ethanol concentrations of 0.01 %, 0.02 %, 0.03 %, 0.08 % and 0.12 % (g ethanol / 100 g spiked oral fluid) were prepared by mixing 15 mL of oral fluid (exact mass known) with 1.5 mL of the appropriate aqueous ethanol standard (exact mass known).
Ethanol standards used to spike the oral fluid were prepared in high purity water as described in section 2.1.1 at nominal concentrations: 0.1 %, 0.2 %, 0.3 %, 0.8 % and 1.2 % (g ethanol / 100 g aqueous standard).
For each of the testing devices, a 0.5-mL aliquot of spiked oral fluid was pipetted to a 10-mL beaker. To prepare a test solution for GC-FID, a 0.5-mL aliquot of spiked oral fluid was transferred with a syringe to a septum-capped vial and weighed. Then, a 0.5 mL aliquot of 1-propanol internal standard solution (0.10 g/100 mL in water) was added with a syringe to the same vial and weighed. Fresh aliquots of spiked oral fluid and test solutions were prepared each time a device was tested.
The test devices refer to percent ethanol concentrations that generally are interpreted as the equivalent blood alcohol level in units of g ethanol / 100 mL of blood. The units used in this report are g ethanol / 100 g fluid and no correction factor for equivalent blood alcohol levels has been applied. The ratio of oral fluid ethanol concentration to blood ethanol concentration for samples obtained simultaneously has been found to be approximately 1.08 (Gubala, et al. Pol. J. Pharmacol. 2002, 54, 161-165) , so the oral fluid concentration is a very good indicator of blood alcohol concentration (BAC).
Procedure for Testing the Devices
Each of the five devices was tested with spiked oral fluid at each of the five ethanol concentrations (described above) plus a blank (oral fluid without added aqueous ethanol). Five trials at each of the concentrations were performed for each device, and a test solution that was injected into the GC-FID accompanied each test. The QED A150 testing swab was placed in the oral fluid for 45 s as specified by the manufacturer. All the other devices were placed in the oral fluid for 15 s to saturate the test pad; saturation with oral fluid was specified by the manufacturers. For specific details and testing procedures of each device, see below. 
QED A150
The QED Al50 Saliva Alcohol Test manufactured by Orasure Technologies, Inc., is designed to provide a quantitative determination of blood alcohol concentration (BAC) in 2 min from a fresh oral fluid sample. The QED A150 is capable of determining alcohol levels in the range of 0.01 % to 0.145 % (g ethanol / 100 mL of blood, [units assumed]) with a reading precision of 0.005 %. The device works by an enzymatic method. Alcohol dehydrogenase catalyzes the oxidation of alcohol to acetaldehyde and reduces NAD to NADH at the same time. An alkaline pH and acetaldehyde trapping agent are employed to ensure that the reaction generates one mole of NADH for each mole of ethanol in the sample. Diaphorase, an unspecified oxidizing agent, and a tetrazolium salt are all incorporated into a solid reagent, which reacts with the NADH to form a colored product (formazan dye).
The QED Al50 test package was opened immediately prior to use. The instructions for use state that devices are to be discarded if the QA Spot (a quality control indicator at the top of the device's scale) is purple or the desiccant package is pink; however, none of the packages had to be discarded. The instructions for use specify that the swab should be actively rubbed around the mouth and under the tongue for 30 s to 60 s or until the swab was saturated. To replicate these conditions, a swab was placed in the 0.5-mL aliquot of spiked oral fluid and rubbed around for 45 s. The QED Al50 was then placed on a flat surface and the applicator inserted into the port with gentle, steady pressure. At this point, a capillary tube was filled, and the oral fluid reached the QA Spot. The background appeared pink when the capillary was filled. The test was completed in 2 min and the device was not moved during this time. After 2 min a purple bar along a printed scale showed the ethanol concentration. The QA Spot also turned purple by this time. Manufacturer instructions state that if the QA Spot was not purple within 5 min from the start of the test, the test is invalid. No tests were invalidated by this criterion.
The manufacturer specified that the test should be administered at least 10 min after eating or drinking and should be performed at an ambient temperature within the range 15 °C to 30 °C. The following compounds are specified not to interfere with the test's operation: ethylene glycol, acetone, methanol, 1-butanol, 2-butanol, 1-propanol, 2-propanol, 1-pentanol, ascorbic acid. However, use of alcohol-containing products, such as mouthwash, cough syrup, breath spray, or chewing tobacco were said to cause elevated results in some cases.
Alco-Screen
The Alco-Screen test is made by Chematics, Inc., and is intended for the semi-quantitative determination of ethanol concentration in oral fluid. The device, consisting of a plastic test strip with a reactive pad at one end, is designed to detect BAC in the range of 0.02 % to above 0.30 % (g ethanol / 100 mL of blood, [units assumed]) ethanol with a reading precision ranging from 0.01 % to 0.1 % depending on the amount of ethanol present. The precision is greater at lower concentrations of ethanol according to the color gradient chart provided with each test. A reactive pad turns gray-green to gray-blue depending on the amount of alcohol present. The ethanol concentration is determined by comparison with a calibrated color chart that is provided. Alco-Screen uses an alcohol oxidase enzyme to oxidize ethanol to acetaldehyde with the accompanied production of hydrogen peroxide, which then reacts with a hydrogen donor (tetramethylbenzidine) to produce a colored product and water. According to the manufacturer, the device responds to methyl, ethyl, and allyl alcohols, but not alcohols with more than 5 carbons or glycine, glycerol, and serine.
The Alco-Screen package was opened just before use and discarded if the test strip was discolored in any way. None of the strips tested were discolored. The reactive pad was saturated with oral fluid for 15 s and a timer started. The color of the reactive pad was observed at 2 min and the results interpreted. The manufacturer warned results might be erroneous after 2 min 30 s. The test was designed to be performed at least 15 min after introducing anything into the mouth and at temperatures less than 80 °F (27 °C) to prevent degradation of the reaction pad. Peroxides and strong oxidizers may enhance color development, while reducing agents, bilirubin, L-dopa, L-methyldopa, and methampyrone may inhibit color development. The manufacturer also warned that the test was sensitive to alcohol vapors and should be performed in an area where these are not present.
Alco-Screen 02
The Alco-Screen 02 test is made by Chematics, Inc., and is intended for the qualitative determination of ethanol concentration in oral fluid. The device, consisting of a plastic test strip with a reactive pad at one end, gives a positive response for samples with a BAC of 0.02 % (g ethanol / 100 mL of blood, [units assumed]) or higher and a negative response in all other cases. A line on the reactive pad turns green in the presence of ethanol; no line appears at ethanol concentrations below 0.02 % (g ethanol / 100 mL of blood, [units assumed]). AlcoScreen 02 uses alcohol oxidase to oxidize ethanol to acetaldehyde with the accompanied production of hydrogen peroxide, which then reacts with a hydrogen donor (tetramethylbenzidine) to produce a colored product and water.
The Alco-Screen 02 package was opened just before use and discarded if the test strip was discolored in any way. None of the strips tested were discolored. The reactive pad was saturated with oral fluid for 15 s and a timer started. After 15 s the device was removed from the spiked oral fluid, and after 10 s more excess spiked oral fluid was shaken from the pad as specified by the manufacturer. The test was completed in 4 min and the distinct green bar indicated a positive result. According to the test maker, after 5 min the result might be erroneous.
The test is subject to many of the same interferences as Alco-Screen, including: peroxides, strong oxidizers, ascorbic acid, tannic acid, pyrogallol, mercaptans, tosylates, uric acid, bilirubin, L-dopa, L-methyldopa, methampyrone, and oxalic acid. However, these are not normally present in human oral fluid in large enough concentrations to be significant according to the manufacturer. Test subjects were not to introduce anything into their mouths for 15 min prior to the test. According to the manufacturer, the device performs best at room temperature and should not be stored above 80 °F (27 °C). Alco-Screen 02 may also be sensitive to alcohol vapors in the air.
Rapid Response Alcohol Test
The Rapid Response Alcohol Test is made by Biotechnostix, Inc., and is intended to determine the presence of alcohol in a single step. The device, consisting of a plastic test strip with a reactive pad at one end, gives a positive response for samples with a BAC of 0.02 % (g ethanol / 100 mL of blood, [units assumed]) or higher and a negative response in all other cases. No information on the chemical basis or specificity of the test was provided by the manufacturer.
The Alcohol Test package was opened just before use and discarded if the test strip was discolored in any way. None of the strips tested were discolored. The reactive pad was saturated with oral fluid for 15 s and a timer started. The result was interpreted after 2 min. A change in color of the reactive pad from light yellow to blue-green (as shown on the foil package) indicated a positive result. As with other devices of this kind, nothing was to be introduced into the mouths of test subjects for 15 min before the test and the device was to be stored between 4 °C to 27 °C.
On Site
The On Site Alcohol testing device is made by Varian, Inc., and is intended for the qualitative determination of ethanol concentration in urine or saliva. The device is a small kit containing a reagent pipet, a urine specimen pipet, a foam pad for collecting oral fluid, and a reaction cassette. It employs a similar alcohol dehydrogenase method as the QED A150. A urine or oral fluid sample is placed onto a chemically treated pad that "volatilizes" reducing alcohols. These vapors are concentrated on a membrane containing an enzyme solution and a tetrazolium salt. When this enzyme-tetrazolium salt comes in contact with ethanol vapor, a formazan dye results, producing a purple + sign.
To administer the test, the foil was peeled back and one drop of reagent from a reagent well was transferred using the reagent pipet to a circle (reagent well) molded on the cassette labeled "results." Then the sample was applied to the sample well using the foam pad that had been saturated with spiked oral fluid for 15 s. The results were interpreted after 2 min.
According to the manufacturer, the On Site test should be performed at least 10 min after eating or drinking to avoid contamination of the oral cavity. The tests should also be performed in a temperature range of 18 °C to 29 °C and the kits stored between 15 °C and 30 °C. The manufacturer stated that the following substances produced no interference when tested at 1.00 % (mass/volume fraction): acetaldehyde, acetone, 2-butanol, ethylene glycol, glycerol and methanol or at 0.10 % (mass/volume fraction): 1-butanol and isopropanol. 1-Propanol gave a faint positive at 0.05 %. Ingestion or general use of over-the-counter medications and products containing alcohol may give a positive result in some cases.
Sensitivity of the Devices: Quantitative Devices
QED A150
Since the QED A150 was designed to give a quantitative response, the testing results for this device were assessed by comparing the ethanol concentration obtained from the device with the ethanol concentration of the spiked oral fluid analyzed simultaneously with the GC-FID. The capillary filled easily with 0.5 mL spiked oral fluid and the QA spot provided an indicator that the test was valid. Bubbles in the capillary made it somewhat more difficult to read the test results at higher concentrations of ethanol. A graph was constructed with the device response plotted along the y-axis and the average ethanol concentration determined by GC-FID plotted on the x-axis (see fig. 1 ). The slope of this line was 1.06. This is consistent with the value 1.08 reported for the ratio of ethanol oral fluid concentration relative to blood ethanol concentration, (Gubala et al., Pol. J. Pharmacol 2002, 54, 161-165) . 
Figure 1. QED A150 Testing Results
Because the Alco-Screen device provided a color gradient designed to correspond to various blood alcohol levels, the results for this test were assessed by comparing the ethanol concentration obtained from the device with the ethanol concentration of the spiked oral fluid analyzed simultaneously by GC-FID (see fig. 2 ). The color chart provided with the device was used to estimate ethanol concentrations. The color of the test strip was matched with, or estimated between, the colors on the chart. The estimated concentrations from the device are plotted on the y-axis of figure 2. The Alco-Screen provided a nonlinear response (R 2 = 0.61), with consistently high responses to ethanol in oral fluid. For example, a concentration of about 0.01 % (mass fraction) ethanol gave a color that indicated 0.08 % (mass fraction) ethanol according to the color chart provided. 
Sensitivity of the Devices: Qualitative Devices
The response of each of the three qualitative ethanol-test devices was determined to be positive or negative. The response was then characterized as true or false as compared with the % ethanol concentration in spiked oral fluid from the GC-FID tests. Each of these four possible responses was then summed, determining the total number of true positive, false positive, true negative, and false negative responses (see table 1). 
Table 1. Summary of Results for Qualitative Devices
Device # tests # T positives # F positives # T negatives # F negatives
Alco-Screen 02
The Alco-Screen 02 response was compared with the % ethanol determined from the spiked oral fluid by GC-FID analysis. The device indicated no false positives or false negatives. The sensitivity, specificity, efficiency, positive predicative value and negative predicative value were all one. The green line that indicated a positive response was lighter at the 0.02 % (mass fraction) limit and increased in intensity as the amount of ethanol increased.
Rapid Response
The Rapid Response alcohol testing device did not provide positive indication of ethanol at concentrations of 0.02 % (mass fraction) or 0.03 % (mass fraction). These false negatives lowered the sensitivity and negative predicative value to 0.5, when compared with the percentage ethanol measured by GC-FID. The efficiency was 0.67, while specificity and positive predicative value were both 1.0. The positive test tended to show a faint green color with blue splotches instead of a fully colored testing pad.
On Site
The On Site device gave a negative response for all tests for the blank and at 0.01 % (mass fraction) ethanol concentration, and a positive response for the higher levels of ethanol. These results meant that the sensitivity, specificity, efficiency, positive predicative value and negative predicative value were all equal to one, when compared with the % ethanol determined by GC-FID. The purple plus symbol was lighter and thinner with lower amounts of ethanol.
Evaluation of Devices with Other Sources of Oral Fluid
To produce the pool of oral fluid used in the studies described above, fresh oral fluid was collected, frozen and thawed twice, and finally centrifuged twice. The supernatant was removed and spiked with aqueous ethanol to produce the spiked oral fluid. In an alternative approach, the aqueous ethanol was added at the outset to pooled oral fluid to see the effect, if any, of processing on the concentration of ethanol. After the addition of ethanol to the oral fluid, the sample was processed as in section 2.2.1. This sample was compared with an oral fluid sample that was spiked with ethanol after processing. Solutions were analyzed in triplicate by GC-FID. The GC-FID results with the two types of oral fluid were not significantly different. The removal of solids, etc., did not seem to affect the determination of ethanol.
Additional tests were performed on the alcohol testing devices using unprocessed oral fluid (directly from the mouth or expectorated). In one test, the swab or the reactive pad was inserted directly into the mouth of a healthy volunteer and clean oral fluid was collected. Each device remained in the mouth for 15 s, except for the QED A150 swab, which remained for 45 s in accordance with manufacturer's instructions. Each device was moved around the cheeks and under the tongue. For the QED A150 it was more difficult to fill the capillary and more bubbles were present than with the pooled and processed oral fluid. No other differences in device performance were observed for the use of pooled and processed oral fluid.
Another test, recently expectorated oral fluid from a healthy volunteer was spiked to a concentration of 0.02 % (mass fraction) and 0.08 % (mass fraction) ethanol. The oral fluid was spiked with the appropriate amount of aqueous ethanol and used immediately for testing. Each of the devices was tested once at both concentrations with accompanying GC-FID analyses. The GC-FID results with unprocessed spiked oral fluid and with processed spiked oral fluid were not significantly different. All of the devices performed similarly with the two sources of oral fluid, except for the Alco-Screen 02, which gave a negative response to the 0.02 % (mass fraction) nominal ethanol concentration.
Investigation of Interfering Substances
To test how selective each device was toward ethanol, the devices were tested in the presence of four substances that might commonly be found in oral fluid: acetaminophen, L-ascorbic acid, caffeine, and nicotine. While the literature was silent on the concentrations of these substances in oral fluid, common (maximum) levels in blood were available. These values were utilized to set interferent levels in oral fluids. The following concentrations were used in this study: acetaminophen, 25 mg/dL; L-ascorbic acid, 2 mg/dL; caffeine, 2 mg/dL; and nicotine, 3 mg/dL. Each interfering substance was added to aqueous ethanol solutions that were then used to spike clean oral fluid.
Preparation of Solutions for Device Testing
Solutions were prepared to contain 0.1 %, 0.3 % and 0.5 % ethanol (g ethanol/100 g aqueous standard) and interfering substances at levels 10 times the concentrations listed above (12 solutions). After thorough mixing, 15 mL each solution was transferred to a septum-capped vial and stored at 4 °C.
Spiked oral fluid was prepared at nominal ethanol concentrations of 0.01 %, 0.03 %, and 0.05 % (mass fractions) by adding 50 µL of each of these solutions to 0.50 mL aliquots of oral fluid. The resulting 0.55-mL sample was applied directly to the testing device.
Solutions for analysis by GC-FID were prepared as in section 2.2.2. Fresh aliquots of spiked oral fluid and test solutions were prepared each time a device was tested.
Procedure for Testing the Devices
Each of the five devices was tested in triplicate with spiked oral fluid at each of three ethanol concentrations with each interference (described above). A GC-FID analysis accompanied each test. The QED A150 testing swab was placed in the oral fluid for 45 s as specified by the manufacturer. All the other devices were placed in the oral fluid for 15 s to saturate the test pad; saturation with oral fluid was specified by the manufacturers.
Interference Testing Results
Quantitative and Semi-Quantitative Devices
QED A150
Since the QED Al50 was designed to give a quantitative response, the testing results for this device were assessed by comparing the ethanol concentration obtained from the device with the ethanol concentration of the spiked oral fluid determined simultaneously by GC-FID. A graph was constructed with the device response plotted along the y-axis and the ethanol concentration from GC-FID plotted along the x-axis (see fig. 3 
Qualitative Devices
The response of each of the three qualitative ethanol-test devices was determined to be positive or negative (over or under 0.02 % mass fraction ethanol). The response was then characterized as true or false as compared with the % ethanol in spiked oral fluid from the GC-FID tests. Each of the four possible responses was then summed, determining the total number of true positive, false positive, true negative, and false negative responses (see table 2). The Alco-Screen 02 performance was unaffected by the presence of common, potentially interfering substances. The devices showed no false positives or negatives when tested with any of the interfering substances. As such, the sensitivity, specificity, efficiency, positive predicative value, and negative predicative value were all one.
Rapid Response
The Rapid Response test performance was slightly affected by the presence of interfering substances. The detection of ethanol at 0.03 % (mass fraction) was achieved in these tests, contrary to results with unadulterated oral fluid. The Rapid Response device gave a single false negative at 0.03 % (mass fraction) ethanol in the presence of caffeine, and this reduced the sensitivity of the device with caffeine to 0.83, the efficiency to 0.89 and the negative predicative value to 0.75. The values for all other parameters with added caffeine and with the other added substances were one.
On Site
The On Site device appeared to be unaffected by the addition of the four potential interferences. The test provided no false positive or false negative values. This behavior was the same as observed for the On Site device without added substances. The sensitivity, specificity, efficiency, positive predicative value, and negative predicative value were all one for this device.
The selectivity of all of the devices was quite good. None of the potential interferentsacetaminophen, L-ascorbic acid, caffeine, nicotine -at high normal levels caused problems with the tests.
DEVICES FOR TESTING FOR DRUGS OF ABUSE
Experimental
Description of Devices Tested
The point-of-collection drug-testing devices, sources, and catalog and lot numbers are shown in table 3. The saliva used in the following analysis was normal human pooled saliva, obtained from Biochemed Services, Winchester, VA 22601 (shown in table 4). The saliva was filtered through a large Buchner funnel into a 500 mL Erlenmeyer flask under vacuum. The saliva was filtered through Whatmann® 541, Hardened Ashless Circles 110 mm filter paper.
Table 4. Pooled Human Saliva
Saliva Batch Volume Lot Number 1 1 x 250 mL BC020106 2 2 x 250 mL BC031406 3 1 x 250 mL BC040506 4 1 x 250 mL BC061406
Sample Preparation
Stock solutions were prepared by dissolving ≈1 mg quantities of each analyte (exact mass known) in 100 mL solvent in a volumetric flask. Acetonitrile was used for solutions of cocaine, and methanol was used in preparation of solutions for all other drugs. These 10 µg/mL solutions were then diluted 1 to 10 to give solutions at 1 µg/mL. Solutions containing isotopically labeled reagents were prepared by a 1:100 dilution of commercially available solutions at a concentration level ≈100 µg/mL. The target analyte, manufacturer and lot number for each drug is shown in tables 5 and 6. Four sets of saliva samples were prepared for the analysis of the seven target analytes (tables 7-10). Each set of samples consisted of small aliquots of saliva, pipetted into plastic centrifuge tubes and spiked with both the standard solutions and the isotopically labeled internal standard to give approximately 1:1 ratio of analyte to internal standard. Each set of saliva samples contained a range of concentrations to allow LOD for the target analyte to be determined within that particular set. 300  300  300  300  50  5  250  250  250  250  45  5  225  225  225  225  40  5  200  200  200  200  35  5  175  175  175  175  30  5  150  150  150  150  25  8  160  160  160  160  10  8  80  80  80  80  5  8  40  40  40  40   Table 9 8  200  200  200  200  20  8  160  160  160  160  15  8  120  120  120  120  10  8  80  80  80  80  5  8  40  40 40 40 A set of calibrants was made for each set of saliva samples. This enabled the concentration of the target analyte in each solution to be determined by GC/MS (see table 11 ). Solutions were made up for 5 orally administered over the-counter drugs and caffeine. One dose was dissolved in deionized (DI) water and a subsequent aliquot diluted with saliva to give a solution at 0.1 mg/mL. The caffeine solution was made up by dissolving 1 mg of caffeine in 10 mL of saliva. table 12 below shows how the solutions were prepared. 
Solid Phase Extraction
Prior to the solid phase extraction (SPE) of the target analytes from the saliva samples, each SPE method was verified using a solution of the target analyte and water. Two duplicate samples were made up at a concentration of 100 ng/mL. Sample 1 had the internal standard added prior to the extraction taking place. Sample 2 had the internal standard added after the extraction had taken place and prior to drying down by evaporation. The recovery is expressed as a % and was calculated from the measured unlabeled: labeled ratios of sample 1 (S 1 ) and sample 2 (S 2 ) using the following formula:
% Recovery = (S 2 /S 1 ) x 100 Eq 6
Solid Phase Extraction of Set 1 (PCP/Cocaine) Both PCP and cocaine were extracted from the saliva samples in Set 1. 130 mg Bond Elut Certify cartridges (Varian, Inc., Walnut Creek, CA) were used which isolated compounds of interest by non-polar and cation exchange mechanisms. Each saliva aliquot was adjusted to pH 6.0 (±0.5) by adding 2 mL of phosphate buffer (pH 6.0), and then 100 µL of 1M hydrochloric acid. The column was conditioned with 2 mL methanol and 2 mL 100 mM phosphate buffer (pH 6.0). The sample was loaded onto the cartridge at a rate of 2 mL/min. The loaded cartridge was then washed with 6 mL DI water, and 3 mL 1M acetic acid. The cartridge was then dried by aspiration for 5 min (at 15 KPa) and washed with 6 mL methanol. The PCP and cocaine were eluted from the cartridge with 2 mL methylene chloride/isopropanol/ammonium hydroxide Both codeine and morphine were extracted from the saliva samples in Set 2. 130 mg Bond Elut Certify cartridges were used to isolate compounds of interest by basic drug extraction with cation exchange and nonpolar mechanisms. Each saliva aliquot was adjusted to pH 8.0 -8.5 by adding 2 mL of phosphate buffer (pH 8.0). The column was conditioned with 2 mL methanol and 2 mL 100 mM phosphate buffer (pH 8.0). The sample was loaded onto the cartridge at a rate of 2 mL/ min. Then the loaded cartridge was washed with 2 mL DI water, and 2 mL 100 mM acetate buffer (pH 4.0), 2 mL methanol and dried by aspiration for 2 min (at 10 KPa). The codeine and morphine were eluted from the cartridge with 2 mL methanol/ammonium hydroxide (98/2). The eluents were evaporated to dryness with nitrogen at approximately 40 o C and the analyte was then derivatized with bis(trimethylsilyl)trifluoroacetamide, 99 % with 1 % trimethylchlorosilane (BSTFA with 1 % TMCS).
Solid Phase Extraction of Set 3 (Amphetamine/Methamphetamine) Both amphetamine and methamphetamine were extracted from the saliva samples in Set 3. 130 mg Bond Elut Certify cartridges were used to isolate compounds of interest by basic drug extraction with cation exchange and nonpolar mechanisms. Each aliquot was adjusted to pH 6.0 (± 0.5) by adding 2 mL of phosphate buffer (pH 6.0). The column was conditioned with 2 mL methanol and 2 mL 0.1 M phosphate buffer (pH 6.0). The sample was loaded onto the cartridge at a rate of 2 mL/min. Then the loaded cartridge was washed with 1 mL 1.0M acetic acid and dried by aspiration for 5 min (at 15 KPa). The cartridge was then washed with 6 mL methanol and dried aspiration for 2 min (at 10 PKa). The amphetamine and methamphetamine were eluted from the cartridge with 2 mL methylene chloride/isopropanol/ammonium hydroxide (78/20/2). The eluents were evaporated to dryness with nitrogen at approximately 35 o C and the analyte was then derivatized with heptafluorobutyric acid anhydride (HFAA).
Solid Phase Extraction of Set 4 (Carboxy-THC)
Carboxy-THC was extracted from the saliva samples in Set 4. 130 mg Bond Elut Certify cartridges were used to isolate the compound of interest by hydrophobic interactions; interferences were removed by ion exchange and secondary polar interactions. Each saliva aliquot was adjusted to pH 4.0 by adding 5 mL of 100 mM acetate buffer (pH 4.0). The column was conditioned with 2 mL methanol and 2 mL 50 mM phosphoric acid. The sample was loaded onto the cartridge at a rate of 2 mL/min. Then the loaded cartridge was washed with 9 mL 50 mM phosphoric acid, 3 mL 50 mM phosphoric acid/methanol (80/20) and then dried by aspiration for10 min (at 15 KPa). The cartridge was then washed with 200 µL hexane. The carboxy-THC was eluted from the cartridge with 1 mL hexane/ethyl acetate (80/20). The eluents were evaporated to dryness with nitrogen at approximately 40 o C and the analyte was then derivatized with BSTFA with 1 % TMCS.
GC/MS Analysis
The following conditions were set for all the analyses carried out by GC/MS. The GC injector was heated to 270 o C and transfer line to 280 o C. Helium was used as the carrier gas with a head pressure of 15 psi. Samples were introduced by splitless injection, with the split valve opened at 0.75 min. The mass spectrometer was operated in the electron ionization mode with ionization energy of 70 eV. The samples were introduced with an autosampler through an HP5890 series II gas chromatograph. Table 13 shows the temperature parameters and the target ions for each analyte. Selected ion chromatograms for each target analyte ( fig. 5-11 ) are in the appendix section.
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The following protocol was used when analyzing all four sets of saliva samples. Single analyses of each of the five standards were run followed by analyses of samples within the set in ascending order of concentration. The samples were then run in descending order, followed by the analysis of the five standards in reverse order. By combining the data of the standards run before and after the samples, a composite linear regression (y = mx + b) was calculated for each of the target analytes, which was used to convert the measured intensity ratios of analytes to weight ratios. The weight ratios were then used along with the amounts of internal standards added to calculate the analyte concentration in each sample.
Device Test Procedures
All the devices evaluated utilize lateral flow chromatographic immunoassays. These devices work via the same principles, utilizing monoclonal antibodies to selectively detect elevated levels of specific drugs in human oral fluid. Each device was tested with 4 sets of saliva samples until a LOD could be determined for each analyte. The devices varied in the volume of saliva required to run the test, the time taken to read the test results, and the analytes detected. Table 14 shows the various criteria for the individual tests. 
Device Testing Results
Oral Fluid Drug Screen Device
The Oral Fluid Drug Screen Device is very compact (7 cm x 4 cm) and has spaces available to record both the date and the identification of the sample being tested. The kit has two wells in which the sample is placed (5 drops per well) and two corresponding windows in which the test results could be viewed. Window one indicated the presence or absence of cocaine, methamphetamine and PCP and window two, THC, opiates and amphetamine. This particular device did not differentiate between codeine and morphine; it only detected the group opiates. Each window has a control line which is required to be present in order for the test results to be validated. Each detection window is labeled with the target analyte. A negative result is shown by the presence of a pink line next to the named target analyte, indicating that the analyte is not present in the sample at concentrations above or equal to its LOD. A positive result is shown by the absence of a pink line next to the target analyte, indicating that the analyte is present in the sample at a concentration equal to or greater than its LOD. Table 15 shows the limit of detection obtained for each analyte and the manufacturers claimed limit of detection. The results from the analysis are subject to interpretation. Upon a consensus of two people, the LOD for both cocaine and PCP was 5 ng/mL lower than the manufacturer's claimed value. The lines for the opiates were very faint and at times difficult to determine. The LOD for opiates was determined at 5 ng/mL higher than the manufacturer's claimed value. Amphetamine, also showing very faint lines for a negative result, had an LOD as claimed by the manufacturer, whereas the LOD for methamphetamine was 20 ng/mL less than the claimed value. Carboxy-THC results showed the greatest variance from the manufacturer's claims with an LOD 28 ng/mL higher than claimed. It was also noted that the lines for carboxy-THC were consistently faint throughout analysis. Because the determination of results is open to interpretation by the individual analyst, the differences between the manufacturer's claims and the results are insignificant, with the exception of carboxy-THC. Oral Screen Saliva 4
The Oral Screen Saliva 4 was also compact (2.5 cm x 10 cm) but only detected 4 analytes; THC, cocaine, opiates, and methamphetamine. The device had a space for the ID of the sample to be recorded, a single well for introduction of saliva (4 drops), and a viewing window to observe the results. This device worked in the same manner as the Oral Fluid Drug Screen Device in that the presence of a control line was required to validate the test, the appearance of a pink line indicated a negative result, and the absence of the pink line indicated a positive result. Table 16 shows the LOD's obtained for each of the 4 target analytes and the manufacturers claimed LOD's. These results represent a consensus of two people. The LOD for both opiates and carboxy-THC were the same as the manufacturers claimed value. The LOD for cocaine was 10 ng/mL lower and the LOD for methamphetamine was 10 ng/mL higher than the given values. Differences between the manufacturer's claimed LOD values and the test results are insignificant due to the possible differences in interpretation of results. With the exception of the opiate, line all the lines on this test kit were very clear and easy to read. The opiate line, however, was very faint when no opiates were present, and results would be subject to interpretation depending on the particular analyst. iScreen Oral Fluid Devices
During the analysis of the iScreen Oral Fluid Devices a second batch was ordered. When the second batch was received it became apparent that the manufacturer had altered the outer casing surrounding the assay component.
a) Set A (3.25 cm x 10 cm) utilized large well in which 15 drops of saliva were to be applied. b) Set B (93 cm x 12 cm) utilized sponge applicator which was to be soaked in 30 drops of saliva to reach saturation.
Both devices tested for 6 analytes; cocaine, methamphetamine, PCP, THC, opiates, and amphetamines via the same basic principles. We found cocaine, PCP, codeine, and morphine all had LOD values lower than the manufacturers claimed value, 15 ng/mL, 5 ng/mL, 20 ng/mL, and 20 ng/mL respectively. Methamphetamine was found to have the same LOD value while amphetamine and carboxy-THC had higher LOD values by 10 ng/mL and 8 ng/mL respectively. Because of possible difference in interpretation, the differences between our recorded LOD values and those claimed by the manufacturer were small and were considered to be insignificant. The lines for both amphetamine and methamphetamine were consistently very faint for this drug testing device. As a result of this, interpretation was difficult and subject to large uncertainties (see table 17 ). 
Oratect II
The Oratect II (1.75 cm x 13 cm) provides a space for both the date and the sample ID to be recorded. It detects six analytes; methamphetamine, carboxy-THC, cocaine, amphetamine, opiates, and PCP. The device consists of a sponge pad at the end where the saliva is to be applied (15 drops) and two windows to view the test results. There is also a plastic cover to put over the sponge pad once the saliva has been applied to it. The carboxy-THC and amphetamine lines were found to be extremely faint with the Oratect II. Cocaine and morphine both had LOD's lower than the claimed value, 10 ng/mL and 30 ng/mL respectively. The LOD for PCP was as claimed and methamphetamine and carboxy-THC both had higher LOD's by 25 ng/mL and 60 ng/mL respectively. The Oratect II failed to produce a positive result for all concentrations of amphetamine tested. A lack of positive result for amphetamine and the dramatically increased LOD for carboxy-THC are significantly different from the manufacturer's claimed LOD values (see table 18 ). 
Interference Testing
Each of the devices were tested for cross reactivity with 5 over the-counter drugs and with caffeine, a substance commonly found in human saliva (shown in table 19). Solutions were made at 100 µg/mL and evaluated using the test kits. Acetaminophen, ibuprofen, aspirin, naproxen sodium, and caffeine all produced negative test results for all analyte classes and thus no further testing was carried out. Pseudoephedrine produced a positive result with for all 4 devices and testing was repeated using a more dilute solution, 10 µg/mL. The results from this analysis were negative for all devices and for all analyte classes.
ease of carrying out each test would allow use in a wide variety of environments. A few discrepancies in the interpretation of the results were apparent, and these discrepancies would be exacerbated in poor working conditions that might be encountered in field use (e.g., poor lighting conditions).
Small discrepancies were also apparent between the LOD's determined for each analyte and the LOD value claimed by the manufacturer. In general, these discrepancies were of minor significance. Due to the subjective nature of the interpretation of results, small discrepancies in results are to be expected.
If the LOD is equal to or lower than claimed by the manufacturer, (i.e., more sensitive than claimed), lower levels of drugs will be detected. As indicated by manufacturers it is essential that all positive results are confirmed by GC/MS or GC/MS/MS. Higher LOD's result in false negatives, which occur when the kits are less sensitive than stated, such discrepancies are of much greater concern.
THC-COOH was the most difficult analyte to detect. The observed LOD was higher than the manufacturer's LOD by a factor of 2.5 for Oratect II, by a factor of 3 for the Oral Fluid Drug Screen Device, and by a factor of 1.3 with iScreen Oral Fluid Device. For the Oratect II devices, limits of detection for amphetamine were >4 times higher than claimed, and LODs for methamphetamine were 2 times higher than claimed. In all of these cases false negative results would be obtained. 
